
STEP 1
EVALUATE CORNEA

•	 Size of HVID
•	 Severity of Corneal Irregularity
•	 Keratometry Readings

STEP 2
SELECT INITIAL LENS

•	 Select FAQT Lens based on Flat K 
Readings

•	 Select FAQT Lens based on HVID and 
Corneal Irregularity Severity

FLAT K SELECT FAQT Lens
≤ 41.75 Q1

41.00 - 43.50 Q2
43.75 - 45.25 Q3
45.50 - 47.00 Q4
47.50 - 48.75 Q5
49.00 - 50.50 Q6
50.75 - 52.25 Q7
52.50 - 54.00 Q8

≥ 54.25 Q9

HVID Severity of Corneal 
Irregularity

SELECT
FAQT LENS

HVID ≤ 12.00 Low to Moderate L
HVID ≤ 12.00 Severe H
HVID > 12.00 Low to Moderate L
HVID > 12.00 Severe H

STEP 3
OPTIMIZE APICAL CLEARANCE

•	 Allow lens to settle for 30 minutes
•	 If apical clearance is more than 300 

microns, select lens lower Q (less SAG)
•	 If apical clearance is less than 250 microns, 

select lens higher Q (more SAG)

STEP 4
COMPLETE FIT EVALUATION CHECK LIST

•	 Use Visionary evaluation checklist to 
assess

•	 Apical clearance
•	 Limbal clearance
•	 Landing / Periphery Fit
•	 Comfort
•	 Centration
•	 Over-Refraction

STEP 5
FINALIZE DESIGN

•	 Complete Visionary Lens Evaluation Check 
List

•	 Report findings to Visionary Consultant

VISIONARY
Consultation: 800-488-2020
info@visionarylens.com
www.visionarylens.com


